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1.0. SUMMARY 

This contract has covered the first of a multiphase effort In developing 
an optical strain gauge capable of mapping In two dimensions the strain on the 
surface of a hot specimen. Testing of the durability of propulsion system com- 
ponents prompted the need for such Instrumentation. The objective of this 
first phase has been to provide a noncontact, one-dimensional, differential 
strain gauge for experimental purposes. 

The optical strain measurement system that has been developed In this 
phase- one effort Is based on the technique Introduced by Ichlrou Yamaguchl 
(ref. 1). The displacement of speckle patterns generated by a test specimen 
subject to stress Is directly proportional to surface strain. The use of two 
symmetrically Incident laser beams allows automatic cancellation of speckle 
translation terms due to rigid body motion. The resolution of the optical 
system Is 16 microstrain In the present configuration, and strain has success- 
fully been measured up to a specimen temperature of 450 °C, In an open air 
environment. The upper temperature limit Is determined by dynamic refractive 
gradients In the air between the specimen and the sensor. The strain measure- 
ment error Is ±18 microstrain ±0.3 percent of the strain reading. 

Measurement procedures of the system are controlled by an operator through 
the terminal of a microcomputer. The data Input to the computer consists of 
unshifted (reference) speckle patterns and shifted speckle patterns from a 
linear photodiode array, positional Information of the test specimen from an 
area photodiode array, temperature readings, stress values, and strain measured 
from conventional resistance strain gauges mounted on the specimen. The area 
photodiode array monitors the location of the laser spots on the specimen, 
which Is the gauge position. The gauge position can be changed by using motor- 
ized mirror mounts Interfaced to the computer to relocate the laser spots to a 

new location on the specimen. The area array Is also used to store a "snap- 
shot" of the test specimen and the laser spot position so that there Is a 

graphic record of the location of each strain data point. 


2.0 INTRODUCTION 
2.1 Task Identification 

Investigations of physical phenomena affecting the durability of space 
shuttle main engine (SSME) components require the development of measurement 
systems operable In hostile environments. The need for such Instrumentation 
defined this program to develop a noncontact optical strain measurement system 
for these Investigations. 



This final report covers the task entitled the Optical Strain Measurement 
System Development. Sverdrup Technology, Inc. Is developing this optical 
strain measurement system In the NASA Lewis Research Center's Instrument 
Research Laboratory. This task Is the first of a multiphase effort to estab- 
lish an In-house R&O capability of optical strain measurement, which will be 
used to map In two dimensions the strain field on the surface of a hot speci- 
men. This first phase Is to provide a noncontact, one-dimensional optical 
strain gauge for experimental purposes. 


2.2 Background 

' ' h / ■< 

The design of the optical strain gauge Is based on the speckle shift 
method of Ichlrou Yamaguchl (ref. 1) at the Institute of Physical and Chemical 
Research, Japan. Laser speckle Is a phase effect caused by the diffuse reflec- 
tion of spatially coherent light off of a rough surface. Interference of the 
light reflected off a specimen results In a light and dark Intensity distribu- 
tion at the sensor. Yamaguchl 's noncontact method of measuring differential 
(l.e., not absolute) surface strain makes use of speckle displacement detected 
by cross-correlating electrical signals from a linear photodiode array. The 
speckle displacement due to stress on the test specimen Is directly propor- 
tional to the associated strain. Use of this method eliminates problems 
usually caused by subjecting measurement devices to hostile environments such 
as extreme temperatures, and high electromagnetic fields; the sensor jneed not 
be In the same environment as the specimen. In addition, Yamaguchl' s method 
has the advantages over other optical strain measurement techniques (refs. 2 
and 3) of not only being noncontacting, but needing no surface preparation, 
automatically correcting for strain error due to rigid body motion, and giving 
quasi-real time results (the value of strain Is calculated within seconds of 
taking the data). Although Stetson's speckle photogrammetry technique records 
In detail the encoded strain distribution over a surface, extensive post- 
processing Is required to extract the strain data. Sharpe's Interferometric 
technique requires the surface to be prepared with reflective Indentations, 
limiting Its mapping flexibility. 


2.3 Objectives 

Although Yamaguchl' s technique was chosen to adapt to the Optical Strain 
Measurement System, very little specific data was available as to this strain 
measurement technique's range of applications. Questions pertaining to Its 
maximum effective open air temperature limit, the typical range of error Intro- 
duced by out-of-plane displacement, and Its adaptability toward automation In 
a test facility environment needed to be answered. This experiment as a whole 
was designed to answer these questions and obtain first-hand knowledge of the 
strong and weak points of Yamaguchl 's speckle strain technique, with satisfac- 
tion of the SSME durability needs being the long-range goal. 


2.4 General Procedures 

Testing of the system consisted primarily of measuring stress-strain rela- 
tions of flat specimens of Inconel 600 at different temperatures. At various 
temperature set points the specimens were stepped through a range of tensile 
loads, while the strain was measured optically and also by conventional 
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resistance strain gauges. The resulting stress- strain data were compared to 
published and measured values of the moduli of elasticity to determine the 
accuracy of the Instrument. Thermal strain was also measured by the optical 
system. 


3.0 THEORY 


3.1 Speckle Shift Relations 

The utilization of laser speckle to determine differential strain Is 
achieved by applying the Fresnel-KI rchhof f diffraction Integral describing the 
propagation of light In free space. This Integral Is an approximation of the 
more rigorous Helmholtz-KI rchhof f theorem stemming from the wave equation for 
light. The Fresnel-KIrchhof f equation then Is used to derive the relationship 
between surface deformation of a specimen subject to loading and speckle dis- 
placement In the diffraction field (refs. 1 and 4). The speckle displacement 
contains terms of translation, rotation, and strain, from which the strain term 
must be extracted. This extraction relies on the use of two symmetrically 
placed laser beams reflected sequentially onto a linear photodiode array 
located parallel to the specimen surface. After the reference (before-strain) 
and shifted (after-strain) speckle patterns from each beam are correlated, the 
difference In speckle shift between them Is taken leaving only the component 
due to surface strain (ref. 1). 


Referring to the general coordinate system shown In figure 1, a laser beam 
Is Incident on the diffuse surface of a test specimen at an angle to the sur- 
face. The observation plane Is the X,Y plane, and the object plane Is the 
lowercase x,y plane. The center of the Incident laser spot Is at the origin 
0 of the x,y plane. When the object Is stressed and deformed, the object 
point r(x,y) Is displaced by a(x,y). The unit vector In the directions of 
the center of curvature S of the Incident wavefront and the observation point 
Q are denoted by ts(Hs x ,fts y ,fts z ) and «.(5L x ,ft. y ,a. z ) , respectively, directed 
away from the origin 0. The radius of curvature of the wavefront Is denoted 
Ls. The speckle displacement A Is broken down Into components In the X,Y 
plane, given by 



where a, Q, and [c] are the translation vector, the rotation vector, and the 
strain tensor, respectively, defined as follows, assuming plane strain: 

(a x .fly ,a z ) = [a x (0,0), 3y(0,0), a z (0,0)] (2) 
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The theory Interpreting the speckle displacement In the observation plane 
Is based on the assumption that the Illuminated region of the specimen Is homo- 
geneous. It Is this region that acts as a random diffraction grating, thus for 
speckle shift to accurately represent strain requires that the change In the 
surface roughness spacing be uniform. This proved to be the case In the exper- 
imentation within the elastic limit of the test specimen, as observed In the 
stability of the speckle patterns and the agreement of the results with known 
quantities. 

The configuration shown In figure 2 has two symmetrically Incl'd'e’nf beams, 
and simplifies the equations for speckle displacement through the following 
orientations: the axis of the linear photodiode array Is In the plane of Inci- 

dence, namely the x,z plane, and parallel to the specimen surface at the 
laser spot location. The position vectors now become Ts = (sin e s , 0, 
cos e s ) and ~t = (0,0,1). In addition, the Incident radius of curvature 
Ls Is much greater than the sensor distance Lo, and Lo Is much greater than 
the spot size w of the Incident beam. For each beam, equations (1) now 
reduce to 


Ax = a x - Lo[e xx sin e s - Q y (cos e s + 1)] 

Ay = a y - Lo[e xy sin e s - q x (cos e s +1) - Q z sin e s ] 


(5a) 

(5b) 


As long as the displacement Ay Is much smaller than the sum of the 
sensor height and the “typical" speckle size on the sensor (Goodman gives the 
typical speckle size to be 1.22 A. Lo/w, which also corresponds to the upper 
limit of the power spectral density of the speckle Intensity distribution, 

I.e., the minimum speckle size (ref. 5)), Ax can be determined by cross- 
correlating the sensor signals before and after surface deformation. The rota- 
tion component In Ax can be cancelled out by taking the difference 

between speckle displacements from the two beams at 6 S and -6 S . From 
equation (5a) 

aA x - W - V~V - - 2Lo ‘xx s1n 9 ( e ■ |® s |) (6 > 


or finally. 


- aA x 

2Lo sin e 


( 7 ) 


Ihe strain In the x direction can now be solved for by 
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(1) Knowing the geometry of the beam/sensor arrangement 

(2) Substituting In the differential speckle displacement AAx obtained 
from the cross-correlation operations 


3.2 Cross-Correlation 

The displacement of the speckle patterns due to the strain on the specimen 
surface must be obtained from a cross-correlation function. The system first 
acquires four speckle patterns--two reference patterns (±e s ) obtained 
before applying a load to the specimen, and two patterns (±6$) shifted due 
to strain. The mean values of each of the speckle patterns are calculated and 
subtracted from each sample point before the correlation Is performed-. The 
correlation algorithm then, In effect, overlays the shifted speckle pattern 
onto the reference pattern and varies the relative positions until a maximum 
In the correlation function Indicates the proper amount of shift. This 
varlatlon-f rom-the-mean technique of removing a dc offset from the data before 
the correlation Is performed Increases the visibility of the peak position of 
the correlation function. Cross-correlation Is given by the following 
Integral : 


R( AX) 



g(X ¥ AX) dX 


(8) 


where f ( X ) Is the variation from the mean of the reference speckle pattern, 
g(X + AX) Is the variation from the mean of the shifted speckle pattern, and 
AX Is the amount of shift. This integral Is computed repeatedly for Increas- 
ing values of AX; the value of AX for which R Is a maximum Is the amount 
of shift Ax between the speckle patterns. 

The correlation routine Is performed for the reference and the shifted 
speckle patterns from the left Incident beam, and again for the reference and 
the shifted patterns from the right Incident beam. A 750 diode cross-section 
of each speckle pattern Is used In order to minimize the execution time of the 
measurement. The difference between the values of Ax from the left and 
right correlations (AAx) then used the strain equation (5) to calculate 
the surface strain. 

A typical pair of speckle patterns (reference and shifted) Is shown In 
figure 3, and their cross-correlation function Is shown In figure 4. The shift 
between the speckle patterns was Induced by a 13.8 MPa (2 ks 1 ) load. The shift 
A x was calculated to the seven diodes (105 ym) , corresponding to 65 micro- 
strain on the specimen after rigid body shift was cancelled out. The correla- 
tion curve was not normalized, due to the Increased execution time Involved. 


4.0 MEASUREMENT SYSTEM DESIGN AND SETUP 
4.1 System Design 

The system Is designed to run predominantly under computer control, with 
the operator selecting procedures from menus on the CRT. A schematic of the 
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optical setup Is depicted In figure 5. The laser and beam steering equipment 
are mounted on a hard-coupled optical table (this nonlnterferometrlc technique 
does not require vibration Isolation). Two variable beamsplitters are used to 
create three beam paths, each beam switched by an acousto-optic modulator. A 
line scan camera records the speckle patterns generated by the left and right 
beams, and an area array camera allows the test section and gauge position to 
be monitored remotely. The cameras, modulators, and the motorized mirror 
mounts are remotely controlled. The testing machine and Induction heater are 
mounted on a hydraulic lift table to provide positioning flexibility relative 
to the optics. An expanded beam provides Illumination for the area array 
camera . 

lhe test specimens are made from Inconel 600 stock, since this Is an 
engine component alloy used for high temperature applications. Another crite- 
rion for material selection was that the material would react In a documented 
and predictable manner throughout the range of experimentation of the measure- 
ment system. 

The control and data paths are shown In figure 6. The system controller 
Initiates procedures through three main components, these being the data acqul- 
sltlon/control unit (DAQ), and two pulse generators. The data acquisition/ 
control unit outputs control signals to the custom circuitry used for exposing 
and reading the linear and area array cameras; these circuits synchronize the 
pulse generators with the array cameras, triggering the pulse generators to ' 
output TIL exposure pulses to the acousto-optic modulator RF generators. The 
triggered outputs of the pulse generators switching on and off the beam- 
deflecting modulators act as high speed programmable shutters. The DAQ Vs also 
used to read the voltages from thermocouples, resistance strain gauges on the 
specimen, and a load cell. Higher temperatures are also measured by the Infra- 
red pyrometer which. In addition, provides PID control of the Induction heater 
through a current control line. This allows precise control of the specimen 
temperature at the gauge position. 

After exposing the linear array the speckle data Is read Into a waveform 
recorder In asynchronous mode, digitized to 10 bits, and then transferred via 
Direct Memory Access (DMA) to a buffer In the system controller. When a 
pattern each from the left beam and the right beam are stored the correlation 
Is performed against the reference patterns stored at a different load setting, 
and the calculated strain value Is written to a character data array. Strain 
values are computed over a range of loads, the collection of which comprises a 
"data run" or "run." The run Is then stored on a hard disc ("mass storage 
unit") , In a file. 

From these data runs one can determine the stress-strain characteristics 
of the material (In particular, the modulus of elasticity), and the accuracy 
of the data. Comparisons are made graphically between a set of optical gauge 
data and a set of gauge readings from a standard resistance strain gauge. 

Plots of the data may be generated on the CRT and transferred to the thermal 
printer, or a color hard copy may be plotted on the six-pen plotter. 


4.2 Equipment Components and Operation 

The equipment needed to construct this experimental setup Includes optical 
components, testing equipment and specimens, and a computer system. 
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The optical equipment consists of: 

- 4 W Argon-Ion laser 

- Acousto-optic modulators 

- Motorized mirror mounts 

- 2048 element linear photodiode array camera 

- 128 by 128 element area photodiode array camera 

- Optical table 

- Infrared pyrometer 

- Assorted optics 

The testing equipment Includes: 

- Horizontal stress fatigue testing machine 

- 2.5 kW Induction heater generator 
Hydraulic lift table 

- Test specimens 

The computer system used Is comprised of a Hewlett-Packard 236CU control- 
ler, with the following peripherals: 

- 65.7 Mbyte disc/tape drive 

- Data acqulsltlon/control unit ( DAQ) 

- Extender for the DAQ 

- Bus expander 

- Waveform recorder 

- Programmable pulse/functlon generators 

- Thermal printer 

- Plotter 

The custom electronics Included: 

- Linear and area camera exposure and control circuitry 

- Driver/receiver Interface circuitry 

For a listing of equipment model numbers, refer to appendix A. Details 
of the custom camera control circuitry can be found In appendix B. A brief 
description of the equipment components and their operation Is outlined below. 

4.2.1 Optical equipment . - The optical equipment consists of all compo- 
nents dealing with the propagation and detection of the laser light. The com- 
ponents are described In the following sections. Figure 7 Is a view of the 
optical system. 

Laser: The light source for the experiment Is an Argon Ion continuous-wave 
laser, with a 2 W output at the 514.5 nm wavelength. An Argon laser was chosen 
for Its high power output In order that short exposure times can be used for 
the photodiode arrays, even when a highly absorbing specimen Is being used; 
this Increases the signal to noise ratio, allowing for a more confident corre- 
lation peak. 

The maximum power output of the 514.5 nm line varies between 1.5 to 2.5 W. 
The light control Is usually set for 2.0 W to provide a stable output beam. 
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lhe beam Is directed Into three legs using high power beamsplitters and 
beamsteerers . Iwo of the legs are used to generate the speckle patterns from 
which the strain values are retrieved, and the third beam Is expanded to Illu- 
minate the test section for viewing on the monitor. The power split Is 
40 percent for each of the speckle, or "linear" beams, and 20 percent for the 
expanded "area" beam. 

The gauge length of this speckle shift technique Is determined by the spot 
diameter of the linear beams on the specimen. This spot diameter Is a function 
of the optical resonator and the distance from the beam waist. The setup used 
In this experiment gives a spot size w, or gauge length, of 5 mm. 

Acousto optic modulators: The acousto-optic modulators (AOM's) are Bragg 
cells used to deflect the laser beams onto the surface of the specimen. There, 
are three modulators- -one for each of the two beams used to produce the speckle 
patterns, and a third to control the exposure of the test section by the Illu- 
mination beam. 

Each modulator has Its own controller, which provides a 40 MHz signal 
generating acoustic waves In the modulator crystal. The 40 MHz signals are 
switched by SO ft TTL pulses sent to the controllers. These TTL pulses are 
generated by pulse/functlon generators, whose outputs are gated to each AOM 
controller sequentially. The gates are enabled by control Inputs sent by the 
data acquisition unit, as directed by the computer. 

lhe zeroth order beam from each Bragg cell Is terminated by a beam stop 
In between exposures, and the first order maximum during deflection Is the 
exposure beam. 

Motorized mirror mounts: While the dual beam system Is effective for sepa- 
rating strain from rigid body motion, It Is essential that the laser spots 
remain located at their Initial positions on the specimen throughout the meas 
urement. The motorized mounts are for positioning the two speckle-producing 
laser beams to the same point on the specimen, and for moving the beams to new 
strain measurement regions. These motorized mounts provide Independent rota- 
tional control of the mirrors about two orthogonal axes, so each beam can be 
deflected horizontally and vertically. Each axis has a separate controller 
that Is operated digitally from the data acqulsltlon/control unit. The signals 
are controlled remotely by the operator from the computer keyboard, which 
directs an actuator card In the data acquisition unit to output the proper com- 
bination of control signals. Differential line drivers send these signals 
across the laboratory, where they are converted to TTL levels for direct Input 
to the mirror controller edge card connectors. 

Photodiode arrays: There are two photodiode array cameras In the system-- 
a 2048 element linear array (or line scan) camera and a 128 by 128 element 
matrix (or area) array camera. The linear array Is the one used to read the 
speckle patterns generated by the specimen, and the area array provides a pic- 
ture of the specimen and the measurement point for the operator at the computer 
terminal. This picture Is used In conjunction with the motorized mirror mounts 
to position the laser spots on the specimen. 

The linear array has a 15 pm pitch between diode centers, and a diode 
height of 16 pm. The center-to-center spacing of the area matrix array ele- 
ments Is 60 pm. lhe line scan camera uses a clear glass window In front of the 
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array elements for protection, and an Interference filter to attenuate all 
wavelengths but the 514.5 nm laser line. The area array camera Is used with a 
telephoto lens to Image and magnify the test section. 

Both arrays are housed In electronic cameras, each with a controller that 
Is Interfaced to the data acquisition system by a custom exposure control cir- 
cuit. The line scan camera Is controlled under external start mode and both 
cameras are self-scanning using their Internal clocks, each running at about 
1 MHz. The Integration time for the diodes depends on the exposure control 
circuitry, but Is automatically limited to a maximum of 40 ms. The analog 
diode voltage levels are transmitted over coaxial lines to the waveform 
recorder In synchronous mode, whereupon the waveform recorder digitizes the 
signals and transmits them via a GPIO data bus to a buffer In the computer. 

Infrared pryometer: An IR pyrometer provides a local temperature reading 
of the specimen, and Is In keeping with the noncontacting philosophy of the 
system. The pyrometer uses blackbody statistics relating radiation emission 
levels to temperature, and Is sensitive around the 2 pm wavelength. Its tem- 
perature range Is from 350 to 800 °C. A three mode controller Is Incorporated 
Into the unit, and controls the power output of the Induction heater used to 
heat the specimen. A BCD output of the pyrometer's temperature reading Is 
transmitted to the data acquisition unit's digital Input card, and entered Into 
the computer for storage In the data array. 

Assorted optics: Other optical components Include variable polarizing 
beamsplitters. Interference filters (optimized at 514.5 nm) , beamsteerers and 
mirrors, translation and rotational stages, an optical table, and a beam 
expander/collimator. Optical coatings and thermally stable substrates suitable 
for high power laser applications were used where necessary. 

Figure 8 shows the camera controllers, the IR pyrometer controller, 
acousto- optic modulator RF generators, and a motorized mirror mount controller. 
Also seen In figure 8 is a manual beam switching panel connected to the modu- 
lator RF generators. 

4.2.2 Test equipment and specimens . - Figure 9 Is a view of the test 
system, comprised of a testing machine, RF Induction heater, and specimens, all 
mounted on a hydraulic lift table. 

Horizontal fatigue testing machine: The direct stress fatigue machine was 
used for static loading only. A handcrank was provided for preloading the 
specimen, and a load arm connected to an eccentric crank was used to vary the 
load statically during testing. A horizontal configuration was used In order 
to simplify the optical setup. 

The test specimen was held by clevis grips attached to water-cooled exten- 
sions, In order to protect the load cell from overheating. The cooling exten- 
sions were fabricated from Inconel X stock, onto which copper tubing was 
brazed . 

RF Induction heater: The Induction heater (fig. 10) provided up to 2.5 kW 
of radio frequency energy to the specimen. Induction heating was chosen for 
three reasons. First, the setup provided for ready optical access to the spec- 
imen during heating; second, an open air configuration could be used; and 
third. It was a noncontacting heat source. 
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I he power was transmuted to the specimen over a water cooled coaxial line 
fabricated In-house. I he Induction coll was made of 0.63 cm (0.25 In.) copper 
tubing wound Into six 2.54 cm (1.00 In.) diameter colls. 

Hydraulic lift table: The lift table provided a stable, moveable base onto 
which the testing machine and the Induction heater could be mounted. 

Test specimens: The three test specimens used throughout this experimen- 
tation were fabricated from Inconel 600 stock. A pin loaded flat specimen con- 
figuration was used, and the reduced section was 63.5 mm (2.50 In.) long, 

12.7 mm (0.500 In.) wide, and 1.6 mm (0.062 In.) thick. 

Each specimen was Instrumented for a different purpose. The first speci- 
men (specimen 1, shown In fig. 11) was fully Instrumented with resistance 
strain gauges and thermocouples, and was Intended for low temperature testing. 
Three resistance strain gauges were bonded to the back of the specimen, with 
the sensitive axes along the load (x) axis. These gauges were spaced 12.5 mm 
apart, with a gauge length of 1.6 mm. In addition, a pair of orthogonal gauges 
were bonded to each side of the specimen to measure bending. Two type "K" 
thermocouples were mounted 12.5 mm apart, one on either side of the center of 
the test section, measuring the surface temperature. 

Specimen 2, shown In figure 12, had only thermocouples mounted on It, for 
use In high temperature testing. Nine thermocouples In all were mounted on the 
specimen: four thermocouples were arranged In a diamond shape on the front of 

the specimen (to allow optical access to the center); the remaining five were 
arranged similarly on the back, with the fifth thermocouple In the center of 
the specimen. The thermocouples were spaced 12.5 mm apart, measured along the 
specimen axes. 

The remaining specimen, specimen 3, had no Instrumentation attached to It, 
relying solely on the optical Instruments to measure temperature and strain. 

4.2.3 Computer equipment . - The computer equipment consists of all equip- 
ment addressable by the HPIB Interface (fig. 13). Details of each component 
are given In the following paragraphs. 

65.7 Mbyte disc/tape drive: This hard disc/tape drive was used to store 
and back-up all software and data for the system. The disc was formatted for 
the Pascal multidirectory file system, with a large main directory accessible 
to BASIC. 

Data acqul sltlon/control unit and extender: The data acquisition unit was 
used to read thermocouples, resistance strain gauges, and the load cell, as 
well as a BCD temperature Input from the IR pyrometer. It also served as a 
digital control for the motorized mirror mounts, and the camera exposure con- 
trol circuitry. The extender provided additional slots for I/O card assembles. 

Bus expander: This unit served as a backplane slot expander to the system 
controller. It provided additional slots for parallel ports and RAM cards. 

Waveform recorder: The waveform recorder was used as a high speed A/D con- 
verter and buffer for the linear and area camera video signals. The digitized 
video data was transferred by a GPIO bus, using direct memory access, to a 
buffer In the system controller for correlation. 
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Programmable pulse/function generator: There were two pulse generators, 
one to provide triggered pulses to the modulators switching the speckle gener- 
ating laser beams, and one for sending pulses for the expanded area beam. The 
widths of the pulses output by these pulse generators were set by a subprogram 
In the main program, In response to an operator provided Interrupt. This 
allows the operator to change the exposure time of the cameras according to the 
power output of the laser, and the reflectance of the specimen surface. 

Plotter: This six pen plotter was used to graph color plots of the stress- 
strain data generated by the data runs. 

Thermal printer: The thermal printer provided a hard copy of the run data 
In tabular form. It was also used as a graphics dump device, to provide a 
quick hard copy of the graphical data displayed on the CRT. 


4.3 Custom Electronics 

Custom circuit boards were designed to Interface the linear array and area 
array cameras/controllers to the waveform recorder, as well as to synchronize 
the speckle exposure pulses with the camera scan rates. Control lines set by 
the system controller via the OAQ allowed external control of these circuits. 
The controls determined which of the two cameras was on-line with the waveform 
recorder, and which of the three exposure beams was being pulsed. 

The exposure pulses to the beam modulators were provided by two program- 
mable pulse generators, triggered by the Custom Camera Control circuits at the 
appropriate points In the array scanning periods. One pulse generator was used 
for both the left and right unexpanded speckle exposure laser beams (used by 
both the linear and area arrays cameras), and the second pulse generator pro- 
vided the exposure pulse for the low power expanded (area) beam, used to Illu- 
minate the test section for the area array camera. The pulse widths were 
programmed Into the pulse generators, as needed, by the system controller via 
HPIB Interfaces. 


4.4 Software 

The computer ran on the Hewlett-Packard BASIC operating system, which was 
convenient for the Input/output operations that were needed to tie the system 
together. This operating system was a structured version of BASIC containing 
powerful programming features such as error recovery, a wide variety of event- 
initiated Interrupts, extensive graphics features, and flexible I/O capabili- 
ties. These features, combined with a program prerun that set up pointer 
tables and memory maps to Increase execution speed, made HPBASIC an excellent 
choice for controlling the system. 

The main program was written In the HPBASIC language, and performed all 
functions needed to collect and store speckle patterns and other data generated 
by the testing. Once this data was stored In memory, a Hewlett-Packard utility 
called compiled subroutine (CSUB) was Invoked to perform the correlation of the 
speckle patterns. This CSUB utility allowed a precompiled Pascal language sub- 
routine to be called by the BASIC main program, In order to perform the corre- 
lation at a speed much greater than that permitted by the Interpreted language 
of BASIC. This configuration let the speed advantage of compiled code be used 
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for the lengthy calculations required by the correlation function, while the 
strong features of HPBASIC were still available to the remainder of the data- 
taking algorithms. 

4.4.1 Main program . - The procedures for the experiment were controlled 
through the execution of branches In the main program. The operator decided 
what functions were to be Invoked to procure the needed data, and then chose 
keyboard activated Interrupts to Initiate the required branch. Each branch was 
a subroutine that called the subprograms needed to complete the procedure. 

The program prompts (branches) Included a selection of individual steps 
In the procedure. In addition to predefined sequences of the more commonly used 
steps. Each prompt directed execution of the program to a subroutine that 
called the appropriate subprograms. These subprograms were executed In 
sequence until the end of the subroutine was reached, whereupon the program 
returned to the menu block to Idle until the next prompt was selected. 

Flexibility was the goal behind this program design. The result was that 
the operator could either run through an automated strain measurement proce- 
dure, or select specific operations to perform In whatever sequence was needed 
at the time. 

4.4.2 Subroutines . - Subroutines provided the framework of the experiment. 
They were the link between the operator and the functions the computer was to 
perform. As the operator chose each subroutine from a menu on the CRT, the 
subroutine Invoked a series of Instrument-controlling and data-taklng sub- 
programs. What follows are some examples of subroutines used In the 
experiment : 

- Update a reference speckle pattern 

- Adjust the laser spot position 

- Measure a strain value 

- Store data on magnetic media 

Record surface temperature and reference strain gauge readings 

Automatically take strain measurements at manually adjusted stress 
settings 

Plot stress-strain relations 

Some of these routines performed simple, explicit tasks while others, such 
as the one for taking automatic strain measurements, performed all the func- 
tions and prompting needed to obtain a stress-strain curve for the specimen. 


5.0 EXPERIMENTAL DESIGN AND PROCEDURE 
5.1 Test Procedure 

The goals defined In section 2.3 provided most of the framework needed to 
design a sequence of tests, or runs. Illustrating the properties of this strain 
measurement system. The overall sequence of tests were: (1) measurement of 

stress-strain relations from unaxlal mechanical loading at room temperature; 

(2) Isothermal strain measurements at high temperatures; and (3) thermally 
Induced strain measurement, with temperatures ranging from 350 to 800 °C, with 
negligible mechanical loading. 
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These tests were performed using two distinct techniques. The first tech- 
nique, called here the "absolute shift" technique, compared the shifted speckle 
patterns from each strain measurement point to the same pair of reference 
patterns, taken at the beginning of the run. This technique was used to deter- 
mine the stability of the speckle patterns over a range of strain, and the 
degree of correlation between the reference and shifted patterns throughout 
this same range. 

The second technique, dubbed the "relative shift," or "Incremental shift" 
technique, updated the reference patterns for each strain value with the 
shifted patterns from the previous strain value measured. The strain recorded 
at any stress point was then the sum total of the previous strain Increments 
since the beginning of the run. 

Every load or thermal cycle was preceded with the storage of two 
unstrained, reference speckle patterns--one from the left laser beam and one 
from the right beam, and the "zero load" voltages of the load cell and resist- 
ance strain gauges. It was this set of reference patterns that the strained 
(shifted) speckle patterns were correlated against to determine the spatial 
shift. One of the objectives of this experiment was to determine how much 
shift a pattern could undergo before correlation with the reference pattern was 
undetectable. In general, the sequence of steps leading to a data point on the 
specimen was the following: 

At the beginning of the run (a) preload the specimen to seat load axis 
couplings; (b) align the specimen with the load axis to minimize rigid body 
motion ( RBM) Induced speckle movement; (c) align laser spots on the specimen; 
(d) store the reference voltages of the load cell and the resistance strain 
gauges; and (e) store the reference speckle pattern for each beam. 

Then, for each successive strain point In the run (f) update the reference 
patterns with the shifted patterns from the previous point (Incremental shift 
method only); (g) apply a load to the specimen; (h) read the shifted speckle 
pattern for each beam; (1) correlate the reference and shifted patterns for 
each beam, where the peaks of the correlation functions give the total shift 
for each beam; (j) take the difference between the displacements of the two 
patterns to cancel rigid body motion; (k) calculate the strain from the remain- 
ing shift; and (1) store the stress, strain, and temperature values. 

Careful alignment of the specimen In the testing machine was critical, In 
order to minimize rigid body motion of the test specimen. In particular, three 
components of excessive RBM were Intolerable. The z component of specimen 
translation, a z , caused an error In the strain value directly proportional 
to the differential magnitude of a z . The maximum allowable value of a z 
was 0.1 mm. The other two components of RBM that needed to be minimized were 
the rotational term about the x axis, ft x , and the translation component 
In the y direction, a y . Both of these terms led to a speckle shift In the 
sensor plane In the Y direction, Ay (eq. (5b)). No observable error 
resulted from Ay, but as stated In the theory section of this report, a 
value of Ay greater than the sum of the sensor height and the minimum 
speckle size resulted In decorrelation between the speckle patterns, causing a 
value of strain random In magnitude and sign to be returned from the correla- 
tion routine. 
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Therefore, steps (a) and (b) above were needed to minimize these three 
components. Step (a) prevented gross movements of the specimen by removing 
slack from the load components. Step (b) reduced bending of the specimen, as 
well as other components of load not along the x axis. 

A number of runs were performed for each of the three types of tests con- 
ducted. Specific steps In each procedure are listed In the sections to follow; 
each run of a particular procedure may have differed slightly In the preload 
value of the stress Increments used, but the values given are typical. 

5.1.1 Mechanically Induced strain . - The experiment began with the meas- 
urement of strain Induced by mechanical loading of the test specimen, using the 
absolute shift technique. Specimen 1 was placed In the horizontal stress 
fatigue testing machine, with resistance strain gauges and thermocouples 
attached to the reverse side of the specimen to provide reference data. 

In a typical run, the specimen was placed under a 34 to 69 MPa (5.0 to 
10.0 ksl) preload, which was treated as the zero load point when reading load 
cell and resistance gauge reference voltages. Unless specified otherwise, all 
stress values given In this report will assume a preload offset. The run began 
after adjusting the load axis of the tensile machine to minimize rigid body 
motion. 

The reference speckle patterns were recorded, then the "shifted" patterns 
were taken without changing the load. This verified the zero strain point of 
the run and was also used to observe temporal stability of the speckle 
patterns, especially during high temperature runs. The stress was Increased 
to 6.9 MPa (1.0 ksl), and a new pair of shifted speckle patterns was recorded 
and correlated with the reference pattern pair. The sequence of Incrementing 
the stress on the specimen by 6.9 to 21 MPa (1.0 to 3.0 ksl), storing a pair 
of shifted speckle patterns, and calculating the strain was repeated until 
decorrelation occurred between the original reference patterns and the final 
pair of shifted patterns. The data array for the run was then stored on the 
hard disc, and the data were analyzed. 

The Incremental shift method was tested using a procedure very similar to 
that of the absolute shift method described above. For the Incremental shift 
technique, the pair of shifted patterns generated at the most recent value of 
stress was correlated with the pair associated with the previous load state, 
and the resulting strain added to the running total. 

5.1.2 Isothermal strain relations at higher temperatures . - The next step 
of the experiment was to produce accurate Isothermal stress-strain curves at 
the highest temperature possible, using specimen 2. An RF Induction heater 
under external proportional-integral-derivative (PID) control was used to heat 
the specimen. Before the testing began, the specimen was cycled through the 
temperature range to stabilize surface oxidation. The temperature of the spec- 
imen was held at 600 °C for about 5 min, and then returned to room temperature. 
The temperature was then fixed at 400 °C for 30 min prior to the run, to Insure 
a steady-state temperature distribution. The temperature continued to be held 
constant while the mechanical load was varied and the strain values measured, 
as per the procedure In section 5.1.1. This procedure was repeated for a tem- 
perature set point of 450 °C, with good results. At temperatures higher than 
450 °C, using the absolute shift technique, decorrelation became too severe to 
accurately determine strain. 
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5.1.3 I hernia lly Induced strain. Ihe final objective of the experiment 
was to determine the reliability of this optical strain measurement system to 
measure the thermal expansion of a test specimen. As before, an Induction 
heater was used to heat the specimen. The procedure was to allow free expan- 
sion of the specimen as the temperature set-point was 1ncreased--the specimen 
was not In a preload state. 

The operating range of the pyrometer PID control output for the RF heater 
was 350 to 800 °C. For this reason, thermal strain tests were conducted from 
350 to 450 °C , where dynamic refractive gradients were observed to cause exces- 
sive pattern degradation. From 350 °C the temperature setpoint was Increased 
In 1 to 10° Increments and allowed to stabilize before storing a shifted 
pattern pair and calculating the thermal strain. The Incremental shift tech- 
nique was used due to excessive Ay movement of the patterns, caused by 
flexing and shifting of the specimen and load components as the temperature 
Increased . 


6.0 RESULTS AND RECOMMENDATIONS 

After some minor adjustments were made to the optical paths and the test- 
ing machine, a number of data runs were performed with the system, the results 
of which are detailed In the text to follow. The overall results of the exper- 
imentation lead to a favorable rating of the test system as a whole, with the 
exception of the load transmission components. 

Some plots of typical data runs are shown In figures 14 to 18. These fig- 
ures show data for Isothermal runs at room temperature and 450 °C, as well as 
a run measuring thermal strain. All optical data shown here, except for a 
technique comparison run In figure 15, were collected using the Incremental 
shift technique. 


6.1 Results 

Tests conducted during this program verified the stability of speckle 
patterns generated by an oxidized specimen subject to maximum strains over 
0.1 percent. The stability of the surface structure of the specimen was not 
observed to be affected by high temperature once oxidation occurred. The tests 
were conducted In an open air atmosphere. 

Figure 14 shows the optical gauge data plotted alongside the data from a 
resistance strain gauge taken at the same time. The curves can be seen to 
enter the nonlinear region of strain, and their slopes agree to within 
6 percent. An offset of 6.9 to 14 MPa (1.0 to 2.0 k s 1 ) occurs at the beginning 
of the run, where no strain Is measured optically. This offset (Initially 
large slope) Is typical of the optical measurements at the start of the load 
cycle, and Is believed to be caused by movement of the specimen at small angle 
deflections of the eccentric crank connected to the load arm of the testing 
machine. This Initial movement Is either Inherent to the testing machine, or 
Is caused by the skew angle of the clevis grips, or both. 

The plots In figure 15 demonstrate the agreement between the methods of 
"absolute" and "Incremental" shift. The two plots represent separate runs 
taken In succession, under the same set of parameters. The absolute shift run 


15 


was conducted first, during which decorrelation occurred at 64 MPa. The load 
was then relaxed to the initial preload state, and the Incremental shift run 
was conducted using the same load Increments as for the absolute shift run. 

The same initial reference patterns were used for the incremental shift run, 
so the "zero" load points are the same. 

The second data point on the absolute shift curve indicates an apparent 
strain term, due to specimen translation in the z direction, that does not 
occur on the Incremental shift curve. The effect of this offset remains for 
the rest of the run, as is observed from the constant offset between the plots. 
The remainder of the data points follow precisely the same shift (or strain) 
Increments in a parallel progression, indicating that the sum of the correla- 
tion resolution error and the error due to translation a z (after the initial 
offset in the absolute shift curve) was the same for both methods. 

Another Important result shown by the runs in figure 15 is the difference 
in sensitivity to decorrelation between the absolute and Incremental shift 
methods. The run using the absolute shift technique terminated at 63 MPa 
(9.2 ksi) due to decorrelation from speckle shifts in the Y direction, 
whereas the run summing Incremental strains was continued up to 177 MPa 
(25.6 ksi). Although runs using the absolute shift method have been success- 
fully conducted up to 0.1 percent strain, the specimen typically moves about 
enough to cause decorrelation at loads occurring well below this differential 
range . 

Note that before the specimen was strained, the correlation of the refer- 
ence patterns repeatedly returned a shift of a single diode at the zero load 
point (indicating a strain of 16 microstrain) for every set of patterns 
recorded at zero load. The conclusion was drawn that the resolution of the 
AD/C (10 bits) allowed the correlation peak for this particular pattern to be 
spread over two values of shift. In the event of equal peak values, the corre- 
lation peak-picking routine retains the first peak value encountered, which in 
this case corresponds to the -1 diode shift index Instead of the expected shift 
index value of zero. 

In figures 16(a) and (b), hysteresis due to plastic strain is observed in 
both the optical and resistance gauge data as the load is backed down to the 
initial preset value. Both sets of data were generated on the same run. 

Figure 16(a) shows the plots of the optical gauge data, and figure 16(b) shows 
the corresponding resistance gauge data. Agreement between the two gauges is 
very good, with the final offset strain values of the optical and resistance 
gauges within 2 microstrain of each other. This is well within the resolution 
of both gauges. Linear fits of the data show differences of 8 percent on the 
load-up cycle and 3 percent on the load-down cycle. 

Ihe optical data curve is discontinuous at the beginning of the load-down 
cycle, due to the out-of-plane displacement term a z . This type of break in 
the curve is often observed as the load is relaxed and the specimen returns to 
its neutral, unloaded position along the z axis. In figure 16(a), the a z 
offset on the load-down cycle is nearly equal to the sum of the az offsets 
in the opposite direction during the load-up cycle. The remaining a z dis- 
placement is spread smoothly along the curve as a function of load. When the 
plots from each gauge are superposed and offset to align the load-down curves, 
the slope signatures are the same. 
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Figure 17 shows stress-strain data at high temperature, using specimen 2. 
The temperature setpoint was 450 °C, and the Incremental shift method was used. 
The straight line drawn on the plot Is the modulus of elasticity E(T = 450 °C) 
given by an Inconel 600 data sheet. The slope calculated from the optical 
gauge data Is 10 percent higher than the handbook value. The optical data show 
discontinuities below 67 MPa (10 ks 1 ) due to specimen shifting In the z 
direction (a z ), but smooths out for a constant slope up to 200 MPa (29 ksl). 

At high loads, the term a z has been observed to Increase proportionally 
with load, which accounts for the slightly larger slope of the optical data. 

A test run measuring thermal strain Is shown In figure 18. The Ircon 
pyrometer controller was Initially set at 350 °C, and then Increased by 1° 
Increments as each strain value was measured. The temperature Increments were 
Increased to 5° or more as correlation confidence grew, and the data array was 
filled. A second array was started to finish the temperature ramp, causing a 
delay of 5 min; a discontinuity appears between the plots of these two sets of 
data, but the second array continues with the same slope. The delay between 
the two data arrays was due to a software limitation, and will be eliminated 
In future testing. 

As with the Isothermal runs, poor correlation occurred at temperatures 
above 450 °C, and the run was terminated. A linear fit of the data gives the 
measured coefficient of expansion to be 14.3 microstrain per degree Celsius. 
This Is within 3 percent of the handbook value. Some random error 
(±14.8 microstrain) occurred due to the uncertainty In the temperature 
measurements . 

A least-squares regression over the linear portion of the strain data 
taken for each run provides a good measure of the accuracy of the data. The 
calculated modulus of elasticity (E) or coefficient of thermal expansion shows 
error trends In the system (e.g., the error due to a z Increasing with 
load). The linear-correlation coefficient Indicates the degree of confidence 
In E, or how well strain Is shown to be a function of stress. The plots shown 
here have linear-correlation coefficients ranging from 0.998 to 1.000. 


6.2 Error Analysis 

The error Introduced by the assumptions and approximations In the theory 
are typically small. Sources of the most significant errors are analyzed 
below: 

(1) The most obvious error In the system Is that introduced by the speckle 
shift detection system, or, that parameter determining the smallest detectable 
shift. This limit Is determined by the diode spacing of the linear array, as 
long as the detector system can distinguish between adjacent diode signal 
levels. The full angle width (or the distance between the Intensity minima) 
of the smallest speckle Is 165 ym for this optical setup, and the photodiode 
detector spacing Is 15 ym. This gives a dlode-to-speckle ratio of about 11, 
leading to the conclusion that the limiting factor is the diode pitch. The 
resolution of the system then Is a function of the sensor distance Lo, and the 
diode spacing. The relation Is 

resolution = 0.707 [diode spacIng/Lo] 
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For a pitch of If) ym/dlode and a sensor distance of 0.656 m, the resolu- 
tion Is 16 microstrain. 

(2) A system requirement Is that Ls » Lo In order to assume a planar 
treatment of the wavefront. If the ratio Lo/Ls « 1 then most of the speckle 
displacement terms In equation (la) will drop out of the equation; the 
remainder of the terms will be canceled due to the sign change of the symmetri- 
cally Incident beams, leaving only the amount of shift due to strain along the 
sensor axis. When this Inequality Is not met, then the differential speckle 
shift Is 



where the subscripts L and R refer to the left and right beam paths, 
respectively (l.e., the beams at ±e) . 

The worst case Is If the ratio for the left Incident beam Is not equal to 
the ratio for the right beam. In this worst case situation the surface strain 
would not be separable from the other terms In equation (la), and errors would 
result. 

If however, the ratios are made equal for the left and right beams by 
careful adjustment of the optical path lengths, then the value of strain will 
be retrievable, provided out-of-plane displacement a z of the specimen Is 
minimal; that Is, 

for [ Lo/Ls ]l = [Lo/Ls]r 


-AA a cos e 

A Z 

e xx " 2Lo sin 0 Ls 

For the case of the present equal beam path system, the ratio 
Lo/Ls = 0.125 results In the error term equaling 0.13 a z strain. 

A combination of an Inherent looseness of the testing machine, poor 
machining of the specimen grips, and the resulting alignment limitations of the 
load transmission components has In fact led to excessive out-of-plane movement 
In a number of runs. This error can be minimized by decreasing the ratio of 
Lo/Ls, or limiting the a z term at the source. 

(3) If the out-of-plane error In Item 2 Is eliminated, the remaining error 
In strain Is given by the following total differential equation: 

-8 AA „ 

a = X 8Lo _ 80 

c xx 2Lo sin 0 Lo c xx tan 0 c xx 


where 


8 AA^ = ±17 ym 
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dLo = ±1 mm 


ae = ±1.6 mrad 


Therefore, 


3 e xx = ±18 ye ±0.3 percent of the strain reading 

(4) The Inequality Ay « [1.22 X lo/w + sensor height] Is a requirement 
for correlation of the speckle patterns. It Introduces error only If a random 
correlation peak overshadows the actual peak diminished by decorrelation, or 
If the peak Is flat over a number of diode shifts. The magnitude of Ay Is 
dependent on the vertical component of strain and translational and rotational 
components of the specimen. The combined displacement In the Image plane must 
be much less than 98 pm, which Independently requires an angular rotation of 
the specimen of much less than 0.15 mrad, and a vertical translation of much 
less than 98 pm In the object plane. This requirement Is one of the most dif- 
ficult to meet, since fatigue testing machines are not designed with optical 
sensitivity In mind, and Is In fact often the limiting factor In the range of 
differential strain measurable from a given reference point (l.e., "absolute 
shift"). 

Because of this Y component of speckle shift, the Incremental shift 
technique Is a more reliable method to use for most large range strain measure- 
ments. No error "walk off" larger than the resolution of the system has been 
observed when summing Incremental strains. In fact, data taken with the Incre- 
mental technique has a better linear fit than data measured with absolute 
shifts. This seems to be due to a smearing (flattening) of the peak position 
of the cross correlation function when Ay reaches the 98 pm limit. 


6.3 Conclusions 

The experimentation conducted during this project has resulted In a number 
of useful Insights regarding the Implementation of Yamaguchl's theory. 

Overall, this measurement system works very well for measuring strain at 
low to mid-range temperatures (up to 450 °C). Increasing the temperature range 
depends on how well air density perturbations In the vicinity of the specimen 
can be controlled. These perturbations cause time-varying speckle Intensity 
fluctuations which lead to a relative shift between the left and right correla- 
tion functions. There exist a number of possible configurations that may be 
used to diminish this problem, the use of which will be left for further devel- 
opmental stages of this system. 

The most practical result of the testing, though, Is that the effective- 
ness of Yamaguchl's speckle shift technique as a strain gauge Is limited by the 
extent of the system's Immunity to rigid body motion of the test specimen. 

Thus, the limiting factors In Implementing the test system are terms of rigid 
body motion. An Increase In the radius of curvature of the laser beam wave- 
front, as well as careful alignment of the specimen In the load train, can 
eliminate the systematic error observed In these tests and ensure the reliabil- 
ity of the data with minimum equipment specifications. 


19 


During much of the testing, an alignment problem usually led to components 
of rigid body motion In excess of the magnitudes tolerable by the present sys- 
tem parameters. The a z term of rigid body motion caused by the load compo- 
nents was larger than anticipated, and It contributed an error term to many of 
the stress- strain measurements taken during testing of the system. 

The major contribution to a z was caused by poor machining of the 
clevis grips purchased to hold and load the test specimen. The grips screwed 
Into cooling extensions which doubled as couplers between the loading studs and 
the clevis grips; the problem was that the axis of the threads tapped Into each 
grip was not parallel to the load axis of the specimen. Among the four clevis 
grips ordered, the angle between threads and the load axis ranged from 3.5 to 
8.2 mrad. 

Once the problem was discovered the grips could neither be replaced nor 
omitted from the loading train, but the pair of grips finally used In the test- 
ing was chosen such that the angle between the grips was minimized; the align- 
ment of the testing machine was then adjusted so as to minimize a z when a 
load was applied. Bending moments at the test section were minimized through 
careful adjustments to the load axis alignment, and contributed only small 
strains to the overall measurements. Any remaining bending differential was 
typically overshadowed by RBM error. 

The off-axis load component caused a positive rotation of the specimen 
about the y axis and a negative translation In the z direction. The rota- 
tional term of rigid body motion successfully canceled In the strain equations. 
However, the translational term a z did not always completely cancel, due to 
the finite ratio of Lo/Ls. The error term Introduced by this translation 
caused some offset of each strain value measured, where the magnitude of the 
offset was usually a function of load. Therefore, the overall error In the 
results Is observed as a scale factor to the modulus of elasticity taken from 
a linear regression of the strain data for each run. The translation, however, 
was not always linear with load and could not be predicted as a rule. At times 
It Is observed on the plots that the greatest error occurs at the beginning of 
the load cycle, and then becomes negligible at higher loads as a maximum In a z 
Is reached. This result Is visible In the stress-strain curves that are offset 
but parallel to the resistance strain gauge values. 


6.4 Recommendations 

The effects of rigid body motion can be broken down Into two categories: 
(1) RBM causing error In the strain measurements; and (2) RBM totally decorre- 
latlng the speckle patterns, usually leading to termination of the data run. 

(1) As discussed In section 6.2, this error can be eliminated by decreas- 
ing the ratio of Lo/Ls, or limiting the term a z at the source. The ratio 
Lo/Ls should be decreased by another order of magnitude to achieve acceptable 
results through reasonable alignment efforts. Since decreasing Lo also 
decreases the sensitivity of the system, the preferred choice Is to Increase 
Ls by either lengthening the optical paths or by using a lens system to posi- 
tion the beam waist. 

For the case of a test situation where translations of the test components 
are extreme and unavoidable, the z translation term could be measured for 
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each pair o( speckle patterns recorded and calculated out of the speckle shift 
equation. 

(2) Ihe other effect of rigid body motion Is decorrelation of the refer 
ence and shifted speckle patterns. This Is caused primarily by a prohibitively 
large component of shift In the vertical direction (Ay), discussed as point 
number 6 In section 6.2. As Ay Increases, the amount of common Information 
between the reference and shifted speckle patterns as recorded by the photo- 
diode array becomes less and less. A clear correlation peak then becomes dif- 
ficult to discern from the secondary peaks caused by the mean spatial frequency 
of the power density distribution. 

If Ay Is a slowly varying function with respect to load, then decorre- 
lation can be avoided by Incrementing the load In small steps, and using the 
"relative shift" technique to compute strain. The sensitivity to Ay can 
also be decreased by placing a cylindrical lens between the specimen and the 
linear photodiode array. 

The high temperature problems of the system have to be dealt with In a 
different manner. Although small terms In Ay can be eliminated with a 
cylindrical lens, wavering of the patterns In the X direction would have to 
be effectively steady-state during the retrieval of each speckle pattern pair, 
or else eliminated altogether. Since the speckles waver too quickly to treat 
as steady-state, the alternative Is to suppress the cause. This should be done 
with baffles In the vicinity of the heated specimen, which would block convec- 
tive air flow and decrease transverse thermal gradients between the specimen 
and the sensor. 

Another Improvement of the system would be to decrease the correlation 
time necessary to calculate the strain. The minimum time between strain points 
Is presently about 32 sec, most of which Is spent performing the correlations 
between the reference and shifted speckle patterns. Although this time Is min- 
imal compared to post-processing techniques. It limits the real time applica- 
tions In terms of frequency response requirements. Integrating a narrower 
cross section of the diode array and correlating over a smaller range of shift, 
as well as developing a more efficient correlation algorithm, would decrease 
the processing time; a hardware correlator with the proper resolution would 
speed the calculations yet further. 

Further efforts In developing this electronic speckle shift strain meas- 
urement system will Include capabilities for measuring different strain axes 
without changing the orientation of the specimen. 
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A 1*1*1 NO IX A 


LQUIPMENI I IS I 

Optical equipment: 

- Argon-Ion laser, Lexel model 95-4 

- Beamsteerers , Oriel model 1450 

- Beam splitter, Newport model 930-51 

- Line filter, 514.5 nm peak, Oriel model 53020 

- Filter holder. Oriel model 1265 

- Mirror, Newport model 20Z20-DM.5 

- Beam expander/collimator, Newport model LC-V-SET 

- Acousto optic modulator, IntraActlon model A0M-40 w/controller model 

ME-40T 

- Motorized mirror mount, Oriel model 18360 w/controller model 18009 
Translation stage. Oriel model 1620 

- Rotator, Oriel model 1641 

Optical table, Newport model RS-58-8 w/mountlng legs model XL4A-22 

- Area camera, EG&G Retlcon model MC528C128xl28-l w/controller model 

RS528 

- Line scan camera, EG&G Retlcon model LC1 20-U-2048/16 w/power supply/ 

data unit model RS600B 

- Radiation pryometer, Ircon model 6-08C1 5-0-2-0-00-0/622 w/trlpod model 

TM-6 

Testing machinery: 

- Stress fatigue testing machine, fatigue dynamics model OS 6000 

- Induction heater, Lepel model T-2.5-l-KCl-BW(T) 

- Hydraulic table. Air Technical Industries model SLI-44860-W 

Computer system: 

- Microcomputer controller, Hewlett-Packard model 9836CU 
Disc/tape drive (65.7 Mbyte), Hewlett-Packard model 7912P/R 

- Oata acquisition/control unit, Hewlett-Packard model 3497A 

- Extender for the 3497A, Hewlett-Packard model 3498A 

- Bus expander, Hewlett-Packard model 9888A 

- Waveform recorder, Hewlett-Packard model 5180A 

- Programmable function generator, Hewlett-Packard model 8116A 

- Thermal printer, Hewlett-Packard model 2673A 

- Plotter, Hewlett-Packard model 7475A 
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APPENDIX B 


CUSTOM ELECIRONICS 

This Is a brief description of the electronics designed and built 
In-house. This custom electronic control system consists of three parts. Each 
part Is Implemented on a single PC board. These parts are: 

(1) Custom linear camera controller (CLCC) 

(2) Custom area camera controller (CACC) 

(3) Custom Interface control (CIC) 

The control system receives signals from a digital output card In the data 
acquisition unit ( DAQ) , the area and linear array cameras, and two function 
generators. It sends signals to the area and linear array cameras, the two 
function generators, the waveform recorder, and the acousto-optic modulators 
(fig- B-l ) . 


Figure B-2 shows the three parts of the control system with the Input and 
output signals on each board. A waveform recorder (WFR) Is being used to store 
the data before processing It In the computer. The three signals that deter- 
mine the timing for recording the data (video Information) are: ENABLE (WFR 

trigger), clock, and data Itself. Those signals were synchronized at the WFR 
Input In order to sample the video In the middle of a pulse and avoid transient 
data. Also, to avoid corrupted data, the controls will Ignore the first video 
frame after changing state and be ready for recording after that. Simplified 
timing diagrams for the area and linear camera controls are shown In 
figures B-3 and B-4, respectively. The area camera uses Its own Internal start 
pulse while the linear camera uses an external start pulse supplied by the 
linear camera controller board. 


Custom Area Camera Control Circuitry 

This circuit Is responsible for providing the modulation signals for the 
linear and area (expanded) laser beams, using programmable function generators 

The area camera uses Its Internal start signal. Therefore, the scanning 
time (Tas) Is fixed according to the clock frequency. The equation for Tas 
Is as follows: 


Jas = (128 by 128 + 25) 

where 128 by 128 Is the number of photodiodes In the area array, 25 Is the 
number of pulses between the end of the scan and the next start pulse, and f 
Is the camera clock frequency (set to 1.02 MHz) (ref. 6). 

Also, the area camera controller sends, at a specific time, the ENABLE 
signal from the area camera to the WFR which stores the video output In digital 
form. For more details, see the area camera control timing diagram (fig. C). 
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Custom Linear Camera Control 


The CLCC circuitry provides the control signals for the left and right 
acousto-optic modulators. These controls are ORed with the linear controls 
(Al, Ar) of the area camera. 

The linear camera uses an external start signal. This signal Is provided 
by the custom circuitry at the end of the function generator's exposure pulse. 
Thus, the scan time T LS Is externally controllable by the exposure pulse 
width. The minimum value of Tls Is given by 


Tsmln 


(2048 + 4) 
f 


where 2048 Is the number of photodiodes In the array, 4 Is the number of 
clock pulses between the start pulse and the positive edge of the ENABLE sig- 
nal, and f Is the clock frequency (ref. 7). The maximum scan time ( T i_MAX ) 

Is 40 after which, d^rk current In the photodiodes becomes significant. 

1 1 . 

This circuitry also sends the ENABLE signal of the linear camera to the 
WlrRf which stores the video Information as digital data. For more details, see 
the Linear Camera Control Timing Diagram (fig. D) . 


The Interface Circuit 

This circuit provides the following: 

(1) A start signal that does not trigger the function generator, yet keeps 
the linear camera running. This was done to avoid Introducing a start signal 
each time Pr.LN goes LOW. 

(2) Conversion from differential form to single ended form, for the 
following signals: 

(a) ENABLE of the area camera (EN^) 

(b) ENABLE of the linear camera (EN|_n) 

(c) Video signal 

(d) Clocks for both the area and linear cameras (CL^, and C L^^ ) . 

(3) OR function* so that the waveform recorder used either the area or 
linear clock at one time. 

(4) Delay In the clock path, to achieve the sampling In the middle of the 
video pulse. This synchronization Is Important to avoid transients at either 
end of the video pulse. 

The responsibilities of this circuit Include sending the clock signals of 
both the area and linear cameras, and the video Information. 

Most of the circuitry uses CMOS IC's. However, some TTL components were 
used for fast switching, especially In the clock signal paths. 
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NOTES : 

1 - ARROWS SHOW FLOW OF INFORMATION 
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C: CONTROL 

3 - CONTROLLERS L AND A ARE DIFFERENT FROM THE CONTROLLERS IN THE CONTROL BOX 

FIGURE B-1. - ELECTRICAL SYSTEM BLOCK DIAGRAM. 
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